[Comparative investigation of the mesoptometer and the nyktometer (author's transl)].
Mesopic vision and sensitivity to glare were measured in 31 patients, using the Nyktometer and the Mesoptometer, which work on different principles. The results obtained with the two devices were remarkably similar.